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DOI 10.1186/s40638-015-0027-6RESEARCH Open AccessOptimization and preoperative adjustment design
of remote center motion mechanism for minimally
invasive surgical robot
Guojun Niu, Bo Pan, Yili Fu* and Shuguo WangAbstract
In this paper, a new remote center motion (RCM) mechanism called triangle is proposed; this mechanism is simple
and with high stiffness. A complete kinematic analysis and optimization algorithm implying AHP which is a
combination of quantitative and qualitative analysis method incorporating the requirements for minimally invasive
surgery (MIS) are performed to find the optimal link lengths of the manipulator. The results show that for the serial
triangle two-link manipulator used to guide the surgical tool, the optimization link angles are 74° and 51°. Prior
preoperative adjustment is usually realized by electromagnetic clutch. However, the disadvantage of this method is
that the joint is complex, big, and heavy because of gravity balance mechanism. A new preoperative adjustment
method realized by resistance compensation is proposed without electromagnetic clutch; the joint is simpler and
lighter than the conventional joint.
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Compared with conventional surgery, MIS is accom-
plished by inserting the surgical tool into the patient’s
body through small incisions. MIS has some advantages
such as less pain, less invasive, less recovery time, fewer
postoperative complications. MIS becomes more and
more popular and is accepted by the public; many com-
panies and research institutions are engaged in MIS.
However, due to small incisions, there are some disad-
vantages such as lower flexibility of the surgical instru-
ments, easy fatigue, eye-hand incoordination, lack of
depth feeling, and reduced view of surgical area. In order
to solve the limitation of MIS application, computer and
robotics assistance is an appropriate choice.
According to the fixed point constraint, RCM is indis-
pensible in the surgery. There are two main ways to
achieve RCM; the first method is a control method
which is achieved by kinematic redundancy control,
but the high reliability and stability requirement for
hardware and algorithms make this method rarely* Correspondence: ylfms@hit.edu.cn
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in any medium, provided the original work is pused. There are a small amount of medical robots
controlled by this way, such as DLR MIRO surgical
robot [1, 2] and TelelapXALF [3] surgical robot. An-
other method is mechanism constraint, such as
parallelogram mechanism, circular mechanism, spherical
mechanism, and passive joint.
There are many minimally invasive surgical robots
utilizing parallelogram mechanisms to achieve RCM,
such as the Black Falcon medical robot developed by
MIT [4], the LARS medical robot developed by Johns
Hopkins University associated with IBM [5], the RobIn
Heart medical robot by the University of Lodz, Poland
[6, 7], the DaVinci medical robot introduced by Intuitive
Surgical Inc. [8] which received US FDA license, and the
Berkeley/UCSF medical robot developed by Cavusoglu
M C [9].
The Imperical College London developed the Probot
medical robot applying circular mechanism to achieve
RCM. The Korea Advanced Institute of Science and
Technology developed the KalAR [10] endoscopic surgi-
cal robot utilizing circular mechanism to achieve RCM,pen Access article distributed under the terms of the Creative Commons
g/licenses/by/4.0), which permits unrestricted use, distribution, and reproduction
roperly credited.
Fig. 1 Schematic diagram of the triangle. (a): one triangle schematic,
(b): two serial triangle schematic, (c): many serial triangle schematic
Table 1 D-H parameters of the triangle
i αi − 1/° ai/mm di/mm θi/°
1 −(β0 + 90) 0 0 θ1
2 α1 0 0 θ2
3 α2 0 0 d
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Freehand endoscopic achieving RCM by virtue of circu-
lar mechanism.
Many institutes and companies have some research
achievements utilizing spherical mechanism to achieve
RCM, such as the EndoBot robot system [11, 12], LER
endoscopic [13], raven medical robot [14], MC2E surgi-
cal robot [15], five freedom CURES medical robot [16],
laparoscopic holder assisting robot [17], a spherical wrist
mechanism robot that replaced human assistant devel-
oped by Jeff K. Hsu [18].Fig. 2 D-H coordinates of the triangleMany medical robots utilize passive joint to achieve
RCM, such as AESOP [19] and ZEUS [20] which were
developed by Computer Motion and received US Food
and Drug Administrator (FDA) license, respectively, and
the HISAR medical robot [21] developed by IBM and
Johns Hopkins University.
However, there are many institutes and researchers
who apply mechanism constraint to achieve RCM, due
to the safety and control reliability of mechanism con-
straint. So the mechanism constraint is the main trend
realizing RCM.
Prior preoperative adjustment is important and indis-
pensable for MIS. In order to be easy to adjust the ma-
nipulator, electromagnetic clutch is installed between the
reducer and the end effector. At the same time, the cor-
responding gravity compensation mechanism is needed
for safety. When power is off, the electromagnetic clutch
opens and the end effector can be adjusted easily. After
adjustment, turn on the power and the end effector is
fixed. However, this method has some shortcomings,
such as: the electromagnetic clutch and compensation
mechanism will increase the difficulty of joint design
and the value and mass of the joint. In the surgery, there
are some safety problems because the electromagnetic
Fig. 3 The relation between k and α1 and α2. When α2 = (90/180)*π, A α1 = (10/180)*π, B α1 = (30/180)*π, C α1 = (50/180)*π, D α1 = (70/180)*π,
E α1 = (90/180)*π
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erative adjustment is necessary.
The content of this paper is organized as follows. In
the ‘Methods’ section, the principle and optimization of
the mechanism are explained in the kinematic modeling
of mechanism. The ‘Preoperative adjustment design’
section discusses resistance compensation method used
in the preoperative adjustment design. The ‘Results and
discussion’ section validates the optimization results and
resistance compensation method. Conclusions are drawn
in the last section.
Methods
The principle of the triangle mechanism
When rotating or translating along random both sides
of the triangle, the trajectory of the motion intersectsFig. 4 The relation between k and α1 and α2. When α2 = (70/180)*π, A α1 =
E α1 = (90/180)*πat a point, which is the fixed point as shown in Fig. 1a.
However, many triangles are in series and have common
intersection, when rotating along dotted and solid line
or translating along the solid line (show in Fig. 1c), the
trajectory of the motion intersects at a point which is
the fixed point (shown in Fig. 1b). There are only two
freedoms which are pitch and roll to achieve RCM
in MIS; the ultimate schematic diagram is shown in
Fig. 1b.The kinematic analysis of the triangle mechanism
Kinematic analysis is the foundation of analysis and
dynamic modeling of mechanism. D-H coordinates of the
triangle are shown in Fig. 2. D-H parameters of the
triangle are shown in Table 1.(10/180)*π, B α1 = (30/180)*π, C α1 = (50/180)*π, D α1 = (70/180)*π,
Fig. 5 The relation between k and α1 and α2. When α2 = (50/180)*π, A α1 = (10/180)*π, B α1 = (30/180)*π, C α1 = (50/180)*π, D α1 = (70/180)*π,
E α1 = (90/180)*π
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T03 ¼
nx ox ax px
ny oy ay py
nz oz az pz





px ¼ dsα2 cθ1sθ2 þ cα2cα1sθ1ð Þ þ dcα2sθ1sα1
py ¼ dcα2 cβ0cα1 þ cθ1sβ0sα1
 
−dsα2 cθ2cβ0sα1 þ sθ1sθ2sβ0 − cθ1cθ2cα1sβ0
 
pz ¼ dsα2 cθ2sβ0sα1 − cβ0sθ1sθ2 þ cθ1cθ2cβ0cα1
 
−dcα2 cα1sβ0 − cθ1cβ0sα1
 
ð2Þ
where cθ1 = cosθ1, sθ1 = sinθ1, cθ2 = cosθ2, sθ2 = sinθ2,Fig. 6 The relation between k and α1 and α2. When α2 = (30/180)*π, A α1 =
E α1 = (90/180)*πcβ0 = cosβ0, sβ0 = sinβ0, cα1 = cosα1, sα1 = sinα1, cα2 =
cosα2, sα2 = sinα2.
In the surgery, the information about location of the
end effector is given by the master, then the inverse
kinematic about the corresponding angle θi (i = 1,2) and
expansion length d is obtained as follows:
d ¼
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ












A ð4Þ(10/180)*π, B α1 = (30/180)*π, C α1 = (50/180)*π, D α1 = (70/180)*π,
Fig. 7 The relation between k and α1 and α2. When α2 = (10/180)*π, A α1 = (10/180)*π, B α1 = (30/180)*π, C α1 = (50/180)*π, D α1 = (70/180)*π,
E α1 = (90/180)*π
Fig. 8 The relationship between ηJ and α1 and α2
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k1
k2
k1 ¼ pxsα2s2 − pycα0 þ pzsα0
 
cα1sα2c2 þ sα1cα2ð Þ
k2 ¼ px cα1sα2c2 þ sα1cα2ð Þ þ scα1sα2c2
þsα2s2 pycα0 þ pzsα
 
ð5Þ
Jacobian matrix is deduced by differential transform-
ation method. The Jacobian matrix is as follows:
For rotary joint, the Jacobian matrix is as follows:
J i ¼ p nð Þz p oð Þz p nð Þz nz oz az
 T
ð6Þ
For translational joint, the Jacobian matrix is as
follows:
J i ¼ nz oz az 0 0 0½ dqj ð7Þ
n, o, a is the rotational transformation matrix vector
from the ith link to the end coordinate system of the
robot, and p is the position vector from the ith link
to the end coordinate system of robot.
The pose of the RCM is mainly considered, as d = 0.
The Jacobian of remote center mechanism is as follows:
J3 ¼ 0 0 1 0 0 0½ T ð8Þ
J2 ¼ 0 0 0 0 sinα2 cosα2½ T ð9Þ
J1 ¼
0 0 0 sinθ2 sinα1
cosα1 sinα2 þ cosθ2 sinα1 cosα2






ð10ÞJ ¼ J1 J2 J3½  ð11Þ
However, roll and pitch are the main issue. The simpli-
fication of Jacobian matrix is expressed as follows:
J ¼ sinα1 sinθ2 0




Performance analysis of the triangle mechanism
The Jacobi condition number is expressed as:
k
0 ¼ J qð Þk k J
−1 qð Þ  m ¼ n
J qð Þk k Jþ qð Þk k m < n

ð13Þ
where J qð Þk k ¼
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
tr J qð ÞωJ qð ÞT
 r
, ω = 1/n, n is the J(q)
matrix number, J+(q) = JT(q)(J(q)JT(q))− 1. The relation
Table 2 Judgment matrix value
a1 a2 a3 a4 a5 a6 a7 a8
a1 1 1 1 2 2 2 2 2
a2 1 1 1 2 2 2 2 2
a3 1 1 1 2 2 2 2 2
a4 0.5 0.5 0.5 1 1 1 1 1
a5 0.5 0.5 0.5 1 1 1 1 1
a6 0.5 0.5 0.5 1 1 1 1 1
a7 0.5 0.5 0.5 1 1 1 1 1
a8 0.5 0.5 0.5 1 1 1 1 1
Fig. 9 The relationship between σ and α1 and α2






So, 1 ≤ k' ≤ ∞ μl is maximum singular value, μr is mini-
mum singular value.
Dexterity is expressed as the inverse of the Eq. 14, so




Figure 3 indicates the relation between k and α1
and α2; the best configuration is α1 = (90/180)*π and
α2 = (90/180)*π. Figure 4 indicates the relation between k
and α1 and α2; the best configuration is α2 = (70/180)*π
and α1 = (90/180)*π. Figure 5 indicates the relation be-
tween k and α1 and α2; the best configuration is α2 = (50/
180)*π and α1 = (70/180)*π. Figure 6 indicates the rela-
tion between k and α1 and α2; the best configuration is
α2 = (30/180)*π and α1 = (50/180)*π. Figure 7 indi-
cates the relation between k and α1 and α2; the bestFig. 10 The relationship between σJ and α1 and α2configuration is α2 = (10/180)*π and α1 = (10/180)*π. From
the above analysis, k is related with posture of mechanism.








where ϖ is the reachable workspace and k is the dexter-
ity of mechanism. The relationship between ηJ and α1
and α2 is shown in Fig. 8. The best configuration is
(0.5π, 0.5π). GPI is the average level of performance of
mechanism in the whole workspace. GPI does not indi-
cate the performance fluctuations margin. Shi et al. [23]
define performance fluctuations indicator (PFI) by
Eq. 17. PFI is the supplementary of GPI. The relation-











vuuuuuut ð17ÞFig. 11 Three-dimensional model of the triangle
Fig. 12 RCM mechanism prototype
Niu et al. Robotics and Biomimetics  (2015) 2:2 Page 7 of 14However, in order to explore the potential of me-
chanism, the improvement of GFI (IGFI) [24] is shown
as follows. The relationship between σJ and α1 and α2 is










Optimization of the triangle mechanism
GPI (a1), GFI (a2), IGF (a3), mechanism mass (a4),
mechanism stiffness (a5), workspace surface area (a6),
collision probability (a7), and gravity torque (a8) are
chosen as evaluation indicators. However, three indexes
consisting of a1, a2, and a3 are the main factors, and the
others are auxiliary factors. Each factor weight is divided
by AHP which is a combination of quantitative andFig. 13 Block diagram of gravity and friction compensationqualitative analysis method and is proposed by T. L.
Saaty. Value standards of judgment matrix is shown in
the paper [25]. Judgment matrix value is achieved and
shown in Table 2. When CI = 0 and CR = 0, the judg-
ment matrix is completely consistent.
The weights of a1, a2, a3, a4, a5, a6, a7, and a8 are
0.1818, 0.1818, 0.1818, 0.0909, 0.0909, 0.0909, 0.0909,
and 0.0909, respectively. CI = CR = 0. Judgment matrix is
completely consistent.
The optimization algorithm is nonlinear programming
algorithm.
Constraint conditions: 0 < α1 ≤ 0.5π, 0 < α2 ≤ 0.5π.
Objective function:
min f ¼ a1
.










a5max  0:0909þ a6a6max
0:0909− a7
.





Optimization result of α1 and α2 is 74.1955° and
51.4°,respectively; after rounding, α1 = 74° and α2 = 51°.
Three-dimensional model is shown in Fig. 11. The
principle prototype is shown in Fig. 12.
Preoperative adjustment design
Preoperative adjustment is an important part for surgical
operation. In order to adjust the surgical instrument and
manipulator conveniently, many researchers try to design
some back-drivable equipments; however, due to the safety
of medical equipments, these devices are rarely used. In
order to accomplish preoperative adjustment, electromag-
netic clutches are used in the medical devices. However,
Fig. 16 Joint 3 force diagram (a): adams simulation result, (b):
Matlab simulation result
Fig. 15 Joint 2 torque diagram (a): adams simulation result, (b):
Matlab simulation result
Fig. 14 Joint 1 torque diagram. (a): adams simulation result, (b):
Matlab simulation result
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which leads to vibration and unstable equipment. So
an easy way to achieve preoperative adjustment is
needed.
When surgeons try to move the manipulators to the ap-
propriate location, gravity torque and friction torque are
the main obstacles to overcome; however, the prior way
which used electromagnetic clutches is not conventional
because surgeons have to overcome resistance that is men-
tioned previously. A new way to adjustment is realized by
gravity and friction compensation. When the surgeon
wants to adjust the manipulator poster or location, a but-
ton is pressed and then the control system works. The sur-
geon moves the manipulator easily, and after adjustment,
the button is released and the manipulator keeps stable.
The control block diagram is shown in Fig. 13.
The kinetic energy and gravitational potential energy
of the first link are calculated in Eq. 20.Fig. 17 The joint model
Fig. 18 The simulation diagram of system state space observer





 ð0T1Þðir1Þðir1ÞT ð0T1ÞT Q01 T θ•1 2dm
K1 ¼
Z














 ð0T1ÞI1ð0T1ÞT Q01 T θ•1 2
P1 ¼ −m1g 0T 1ir1
 
ð20Þ
The kinetic energy and gravitational potential energy
of the second link are calculated in Eq. 21.Fig. 19 Matlab/Simulink simulation of the state space observer. a: the fist

































 ð0T2ÞI2ð0T 2ÞT Q01 T θ•1 2 þ 2Q01ð0T2ÞI2













P2 ¼ −m2g 0T 2ir2
 
ð21Þstate space, (b): the second sate space, (c): the third state space" is
Fig. 20 Comparison between actual value and observed value of
the system state space (a): postion, (b): velocity, (c): Torque
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Þ P3 ¼ −m3g 0T 2ir3
 	
ð22Þ
Lagrange equation is show shown in Eq. 23.
K ¼ K 1 þ K 2 þ K 3
P ¼ P1 þ P2 þ P3











The three-dimensional model is simulated by dy-
namic analysis software ADAMS, and the rotary joint
information can be measured. The simulation condi-
tion is shown in Eq. 24. By comparison of two figures, the
difference between the two pictures of Figs. 14, 15,
and 16 is very small, and dynamic model of RCM
mechanism is right.
θ1 ¼ 0:5  pi  sin 2  pi=5ð Þ  tð Þ;
θ2 ¼ ‐1:4  sin 2  pi=5ð Þ  t‐0:5  pið Þ‐1:4;
d ¼ 0:075  sin 0:4  pið Þ  t‐0:5  pið Þ þ 0:075;
ð24Þ
The transfer function between the joint positions
and joint motor torque is Eq. 25. The joint model is
shown in Fig. 17. The state space equation is achieved by
Eq. 26. The state space equation in matrix form is Eq. 27.





Fig. 21 Block diagram of viscous resistance model
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The observability matrix of the joint system is calcu-
lated by Eq. 28 because viscous friction coefficient b andFig. 22 Block diagram of inertia modelmoment of inertia J is not zero. Eq. 29 is achieved, and
the system is observable.

















The three poles of the system is 0, −10, and 10. Ac-
cording to the principle, the poles of the state obser-
ver are λ1 = −60, λ2 = −60 + 10i, and λ3 = −60 − 10i.
The characteristic polynomial of the desired observer
is deduced by Eq. 30. The polynomial coefficients is
aa1 = 180, aa2 = 10800, and aa3 = 21 6100. The selec-
tion matrix is obtained by Eq. 31. Eq. 32 is the gen-
eral expression of the state observer. The diagram of
the state observer is shown in Fig. 18. Matlab/simu-
link simulation is shown in Fig. 19. Figure 20 is a
comparison between actual value and observed value
of the system state space. In the beginning, the obser-
ver has some vibration; however, the observer followsFig. 23 The relation between dexterity and θ2
Fig. 24 The partial cross-sectional view of workspace
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ing in the later.
s− λ1ð Þ s− λ2ð Þ s− λ3ð Þ ¼ s3 þ 180s2 þ 10800sþ 216; 100
ð30Þ
~LT ¼ e1 e2 e3½  ¼ aa3 − a3 aa2 − a2 aa1 − a1½ 






LT ¼ ~LTQ−1 ¼ 170 9200 2:2½ 
ð31Þ
_^x tð Þ ¼ A− L ⋅Cobsð Þx^ tð Þ þ Ly tð Þ þ Bu tð Þ ð32Þ
where Cobs ¼ 1 0 0½  and L is the selection matrix.
x^ tð Þ is the state observer value, and y(t) is the actualFig. 25 The system simulink simulationvalue of the joint. u(t) is the theoretical output torque
of the joint motor.
Eq. 33 is a viscous resistance model which is estab-
lished by polynomial form. However, viscous resistance
compensation is the fraction of the actual resistance.
The actual viscous resistance compensation is finally
determined by Eq. 34. The viscous resistance model is
shown in Fig. 21. Eq. 35 is an inertial model. However,
inertial model compensation is the fraction of the actual
inertial resistance, and the actual inertial resistance com-
pensation is finally determined by Eq. 36. Considering
that the velocity and acceleration is relatively low, the
simplification of inertial resistance is determined by
Eq. 37. The inertia model is shown in Fig. 22.
T viscous ¼ c1 ⋅ v^ þ c2 ⋅ v^3 þ c3 ⋅ v^5 ð33Þ
T comp vis ¼ η1 ⋅T viscous ð34Þ
T inertial ¼ Ma posð Þ  acc þ Cor pos; velð Þ ð35Þ
Where Ma(pos) is the inertial matrix, acc is the accel-
eration, and Cor(pos, vel) is the centripetal and coriolis
force.
T comp ine ¼ η2 ⋅T inertial ð36Þ
Jcomp ¼ η2 ⋅ J ð37Þ
Results and discussion
The dexterity of the triangle mechanism is shown in
Fig. 23. The paper [26] indicates that surgeons in a MIS
Fig. 26 The joint position changes in tinny disturbance under different pole configuration. (a) Three times, (b) six times, (c) eight times, and (d) nine
times
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a tip located at the port. In addition, in order to reach
the full extent of the abdomen, the tool needed to be
moved 90° in the lateral/medial direction (left to right)
and 60° in the superior/inferior (foot to head) direction.
The workspace of the triangle mechanism is shown in
Fig. 24, and the workspace is 102° cone; the tool can be
moved 180° in the left to right and 102° in the foot to
right. The workspace meets the requirement.
In order to validate resistance compensation, resist-
ance compensation block diagram is shown in Fig. 25. A
small perturbation excitation is added to the system.
The system will produce large motion which is shown in
Fig. 26. The simulation result validates the resistance
compensation method.
Conclusions
A new RCM mechanism called the triangle mechanism
is proposed. The mechanism performance analysis of the
triangle mechanism and optimization of the triangle
mechanism are achieved, the best α1 and α2 is 74° and
51°, respectively. Then, the RCM mechanism is built up.
A new preoperative adjustment method achieved by
resistance compensation method is proposed, and the
dynamic equation of triangle mechanism is deduced.
The simulation results validate the resistance compensa-
tion method.Competing interests
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